Abstract A new rapid method for the determination of 210 Po in water samples has been developed at the Savannah River National Laboratory (SRNL) that can be used for emergency response or routine water analyses. If a radiological dispersive device event or a radiological attack associated with drinking water supplies occurs, there will be an urgent need for rapid analyses of water samples, including drinking water, ground water and other water effluents. Current analytical methods for the assay of 210 Po in water samples have typically involved spontaneous autodeposition of 210 Po onto silver or other metal disks followed by counting by alpha spectrometry. The autodeposition times range from 90 min to 24 h or more, at times with yields that may be less than desirable. If sample interferences are present, decreased yields and degraded alpha spectrums can occur due to unpredictable thickening in the deposited layer. Separation methods have focused on the use of Sr Resin TM , often in combination with 210 Pb analysis. A new rapid method for 210 Po in water samples has been developed at the SRNL that utilizes a rapid calcium phosphate co-precipitation method, separation using DGA Resin Ò (N,N,N 0 ,N 0 tetraoctyldiglycolamide extractant-coated resin, Eichrom Technologies or Triskem-International), followed by rapid microprecipitation of 210 Po using bismuth phosphate for counting by alpha spectrometry. This new method can be performed quickly with excellent removal of interferences, high chemical yields and very good alpha peak resolution, eliminating any potential problems with the alpha source preparation for emergency or routine samples. A rapid sequential separation method to separate 210 Po and actinide isotopes was also developed. This new approach, rapid separation with DGA resin plus microprecipitation for alpha source preparation, is a significant advance in radiochemistry for the rapid determination of 210 Po.
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Former Russian intelligence officer Alexander Litvinenko died in a London hospital on November 23, 2006. It was determined he was deliberately poisoned with 210 Po. Police discovered that those involved in this crime had spread 210 Po over many locations in London [3] . The incident caused widespread psychological concern and a heightened political and public health response.
Naturally-occurring radionuclides such as 226 Ra and 210 Po can also be used in a radiological dispersive device (RDD) as part of a terrorist attack. Analysis of international incident data shows that several acts of murder and terrorism with natural radionuclides have already been carried out in Europe and Russia [4] [5] [6] . The importance of detecting and quantifying the radionuclides present in environmental samples after a terrorist attack is wellknown. Rapid analytical methods for 226 Ra, 228 Ra, actinide isotopes and 89,90 Sr in various sample matrices have recently been reported by this laboratory [7] [8] [9] [10] .
Matthews et al. [11] have provided a good review of analytical techniques available for the assay of 210 Po in a variety of environmental matrices. Most methods are based on spontaneous auto-deposition of polonium on silver disks. The auto-deposition times range from 90 min to 24 h, at times with yields that may be less than desirable. Many of the water methods involve evaporation of the sample, where much care must be exercised due the volatility of polonium ions. In addition, large water samples may require time-consuming destruction of silica accumulated during the evaporation step. Co-precipitation of 210 Po has been achieved with MnO 2 and Fe(OH) 3 in combination with auto-deposition and separation methods. Direct preparation via auto-deposition separation steps has an advantage of simplicity, but may take a significant amount of time to complete, up to 24 h, depending on deposition time [12] . Without optimized heating during auto-deposition, polonium yields \60 % may occur. In addition, spontaneous auto-deposition, may suffer from interferences for certain samples. This is problematic, especially during a radiological emergency, where rapid detection of 210 Po is critical and the safety of the public is at stake.
The International Atomic Energy Agency (IAEA) AL-MERA (Analytical Laboratories for the Measurement of Environmental Radioactivity) network administered proficiency testing for the rapid analysis of 210 Po in water after the Litvinenko event. It is interesting to note that only 70 % of the results reported by the 33 labs that participated in the proficiency test exercise met the requirements of the IAEA performance test guidelines. The ALMERA network, established by the IAEA in 1995, is a technical collaboration of existing institutions and makes available to Member States a worldwide network of analytical laboratories capable of providing reliable and timely analysis of environmental samples in the event of an accidental or intentional release of radioactivity. It is also somewhat of a concern that only 19 of the 33 labs participating reported the 210 Po results within the 1 week target. The IAEA report stated ''The PT results demonstrated that 22 of 33 participants were able to report results which fit the purpose of rapid detection of 210 Po in water. However, although the matrix was a relatively straightforward one and the activity concentrations were relatively high, 15 % of the reported results failed to pass the proficiency test criteria. In a few cases positive results were reported for the blank sample which suggests a possibility of false positive reporting''. It was also noted that ''19 laboratories should improve their repeatability and reproducibility of their determinations'' [13] . Reporting times were usually about 10 days for most labs, but some labs took over 20 days and still did not report acceptable results.
Many of the labs provided very good results on these relatively straightforward water samples containing high levels of 210 Po activity. But in light of the difficulty many of the labs had with this emergency exercise, it would seem that a new rapid method would have value, especially if that method could provide rigor, reliability and rapid turnaround times. If a radiological emergency involving 210 Po occurs, it is important to have rapid sample preparation methods that can preconcentrate polonium ions without long evaporation times. Low temperature heating, which can be time-consuming, is often used to minimize the risk of 210 Po volatilization. It is also very important to eliminate the risk of sample matrix interferences and poor sample count sources.
If sample interferences are present, decreased yields and degraded spectrums can occur, due to an unpredictable increase in thickness in the deposited layer. Separation methods to address interferences and chemical yield issues include using solvents such as isopropyl ether, methyl isobutyl ketone and tributyl phosphate, as well as anion exchange. The most popular solid phase extraction resin for 210 Po extraction has been Sr Resin TM (4,4 0 ,(5 0 )di-t-butylcyclohexane-18-crown-6 coated resin from Eichrom Technologies or Triskem-International), often used in combination with 210 Pb analysis. Vajda was the first to report this novel approach, with reported yields of 50-70 % for polonium [14] . This method is effective, but does not lend itself easily to a rapid microprecipitation option to prepare the counting source. Polonium is typically eluted from Sr resin with 6M HNO 3 . Evaporation of this solution would be time-consuming, since higher temperatures risk the loss of polonium due to its volatility. The lack of a rapid, effective microprecipitation option for 210 Po in the last 60 or more years of radiochemistry is apparent, so in this laboratory an effort was made to develop a new method that included this option.
A new method has been developed at the Savannah River National Laboratory (SRNL) to allow the rapid measurement of 210 Po in environmental water samples. The method utilizes a rapid calcium phosphate precipitation, separation on DGA resin [15] , and microprecipitation using bismuth phosphate for final alpha spectrometry source preparation. The method can be applied to small sample aliquots or larger water aliquots to achieve a much lower minimum detectable activity (MDA). The sample preparation for this method is as follows: *15 min to 1 h depending on sample aliquot size (coprecipitation), *1 h to perform the DGA resin separation, and *15 min for final source preparation. For 200 mL samples, for example, samples may be completed in about 1.5-1.75 h, with assurance of the removal of sample interferences and good chemical yields. DGA resin has an extremely high affinity for polonium ions, and can be used to effectively remove a wide range of interferences. For example, Pb, Bi, Ra, Th, U, Pu, Am and Cm isotopes can be removed rapidly using DGA resin.
By using a DGA cartridge which contains resin with 50-100 lm particle size, rapid flow rates may be used. Although the combination of 210 Pb analysis was not investigated for this work, it would seem that Sr resin or Pb resin cartridges (either 1 or 2 mL cartridges) could be attached below the DGA resin cartridge to allow the simultaneous purification and assay of 210 Pb. The microprecipitation option for 210 Po is rapid and convenient, with very good alpha peak resolution. This new technology seems to be a significant step for emergency sample analysis and can offer productivity improvements for routine analysis of water samples for 210 Po as well. In addition, a new sequential method is presented that uses a stacked column consisting of TRU Resin TM plus DGA resin cartridges that allows rapid collection and separation of not only 210 Po, but plutonium, uranium, americium, and curium isotopes as well. This sequential method could also be modified to a uranium/polonium sequential method if only naturally-occurring radionuclides are desired.
Experimental

Reagents
The extraction chromatography resin employed in this work is DGA Resin Ò (N,N,N 0 ,N 0 tetraoctyldiglycolamide) and TRU-Resin Ò [tri-n-butylphosphate (TBP) and octyl (phenyl) N,N-diisobutylcarbamoylmethylphosphine oxide (CMPO)], available from Eichrom Technologies, Inc., (Lisle, IL, USA) or Triskem International (Bruz, France). Nitric and hydrochloric acids were prepared from reagentgrade acids (Fisher Scientific, Inc., Pittsburgh, PA, USA). All water was obtained from a Milli-Q2 TM water purification system. All other materials were ACS reagent grade and were used as received. The radiochemical isotopes 209 Th daughter using barium sulfate precipitation [16] .
Procedures
Column preparation DGA resin and TRU resin columns were obtained as cartridges containing 2 mL of each resin from Eichrom Technologies, Inc. (Lisle, IL, USA). Small particle size (50-100 l) resin was employed, along with a vacuum extraction system (Eichrom Technologies). Flow rates of *1-2 mL/min were typically used for this work, slower on sample loading and final elution steps, faster for the rinses used to remove sample matrix interferences.
Sample preparation for 210 Po in water Figure 1 shows the rapid sample preparation method used to rapidly collect 210 Po from water samples in this work. This method was performed on ground water samples obtained from wells on the U.S. Department of Energy Savannah River Site (Aiken, SC, USA) using 200 mL and 1 L sample aliquots. Tests were also performed on 2 L sample aliquots of laboratory tap water. To perform the rapid calcium phosphate co-precipitation, 1 mL 1.25M calcium nitrate (50 mg Ca) and 3 mL 3.2M ammonium hydrogen phosphate were added to each sample. For the 200 mL samples, the sample aliquots were placed directly in 225 mL centrifuge tubes. The pH was adjusted to *pH 10 with concentrated ammonium hydroxide using a pink phenolphthalein endpoint. The samples were centrifuged at 3,500 rpm for *6 min and the supernatant was discarded.
For the 1 L sample aliquots tested, the sample aliquots were heated on a hot plate for about 30 min with the addition of calcium, phosphate, hydrogen peroxide and ammonium hydroxide. For the 2 L tap water samples it was found that chemical yields were enhanced if 1.5 mL 1.25M calcium nitrate (75 mg Ca) were added instead of 50 mg Ca. The beakers were removed from the hot plate and the precipitate was allowed to settle. The supernatant was poured off down to just less than 200 mL volume so that the remaining sample and solids could be transferred to 225 mL centrifuge tubes. The samples were centrifuged at 3,500 rpm for *6 min and the supernatant was discarded.
The calcium phosphate precipitate was dissolved in 10 mL 9M HCl and the dissolved samples were transferred to 50 mL centrifuge tubes. The 225 mL tubes were rinsed with 10 mL 2M HCl so that an approximate HCl concentration of *4.5M HCl was achieved. If any residual solids remained (from unfiltered well water samples), they were rinsed well by mixing with 3 mL 2M HCl, and centrifuged to remove any residual solids. This rinse was added to the original sample load solution. Figure 2 shows why DGA resin was selected. The k 0 for Po 4? with DGA resin is between 10,000 and 100,000 for Po 4? ions in HCl solutions, much higher than the affinity of Po 4? ions for Sr resin in 2M HCl (k 0 of *100) (Fig. 3) . The k 0 values were measured using the batch extraction procedure and calculations described in [15] . Po 4? separation methods on Sr resin typically use 2M HCl as column load solutions [13] .
Calcium and phosphate ions are present in the column load solution in this method as a result of the co-precipitation step. Figure 4 Column separation for 210 Po DGA cartridges were placed on the vacuum box and 50 mL centrifuge tubes were used to collect rinse or final purified fractions. Figure 5 shows the rapid column separation method used. To ensure polonium ions were present as Po 4? , 100 lL 30 wt% H 2 O 2 was added to each column load solution and mixed well. After the valence adjustment, the sample solution was loaded onto the DGA resin cartridge at approximately *1 drop/s. After the sample was loaded, a tube rinse of *5 mL 2M HCl was transferred to the DGA column and allowed to pass through the resin at *1-2 drops/s. A rinse of 5 mL 2M HCl was added directly to the DGA column at *2 drops/s. To remove any americium, curium, uranium or thorium present, 15 mL 0.25M HCl was added to the DGA cartridge at *1-2 drops/s. To ensure removal of chloride ions, which form a strong complex with Po 4? ions and could interfere with Po elution, 5 mL 6M HNO 3 was added to each column at *1-2 drops/s. Po was then eluted from the DGA cartridge with 15 mL 0.05M HNO 3 at *1 drop/s.
Microprecipitation of 210 Po
To each purified solution of 15 mL HNO 3 containing eluted Po 4? ions, 50 lL 30 wt% H 2 O 2 was added to ensure 
100-125 lL of 1,000 lg Bi/mL standard in 2 % nitric acid) was added to each solution. To optimize the pH slightly, improving both chemical yield and peak resolution, 200 lL 2.9M NH 4 OH was added to each tube. To form the bismuth phosphate micro-precipitate, 750 lL 3.2M ammonium hydrogen phosphate was added to each tube. Each tube was mixed briefly using a vortex mixer, and after *15 min, the solution was filtered using a 25 mm polypropylene filter (Resolve TM filter, Eichrom Technologies). Each tube was rinsed with *5 mL deionized water and added to the filter funnel while the original solution was still present in the filter reservoir, followed by ethanol to facilitate drying. The filters were air-dried instead of heating to avoid any problems associated with polonium volatility.
Polonium alpha source filters were counted by alpha spectrometry for approximately 8-16 h, but shorter count times (\2 h) can also be performed for emergency response samples using higher level tracers, depending on the detection limit needed.
Sample preparation for 210 Po and actinides in water Figure 6 shows the sequential method to separate and purify actinide isotopes and 210 Po using a single sample aliquot from a water sample. . To perform the rapid calcium phosphate coprecipitation, 1 mL 1.25M calcium nitrate (50 mg Ca) and 3 mL 3.2M ammonium hydrogen phosphate were added to each sample. The pH was adjusted to *pH 10 with concentrated ammonium hydroxide using a pink phenolphthalein endpoint. The samples were centrifuged at 3,500 rpm for *6 min and the supernatant was discarded.
To dissolve each precipitate, 10 mL 8M HNO 3 and 3 mL 2M Al(NO 3 ) 3 were added to each tube and 100 lL 30 wt% H 2 O 2 was added. The sample load solutions using this approach contained * 7.5 M total nitrate, which would result in a k 0 of [ 300 on DGA resin, as shown in Fig. 2 . The high nitrate approach as chosen to also reduce calcium affinity and adverse impact of calcium ions on polonium retention on DGA resin [15] .
Sequential column separation for 210 Po and actinides Figure 6 shows the sequential separation approach that was developed. TRU resin cartridges and DGA resin cartridges were stacked and placed on the vacuum box (TRU resin on top) and 50 mL centrifuge tubes were used to collect rinse or final purified fractions. After the valence adjustment using hydrogen peroxide, the sample solution was loaded onto the TRU resin ? DGA resin stacked column at approximately *1 drop/s After the sample was loaded, a tube rinse of *5 mL 8M HNO 3 was transferred to the TRU resin ? DGA resin column and allowed to pass through the resin at *1-2 drops/s. A rinse of 10 mL 10 M HNO 3 was added to each column to ensure Po was eluted from TRU resin onto DGA resin at *1 drop/s. Figure 7 shows the Po 4? retention on TRU resin as HNO 3 is increased and illustrates why 10 M HNO 3 was selected to elute polonium onto DGA resin (although 8M HNO 3 may also be effective). Then 15 mL 4 M HCl was added directly to the TRU ? DGA column at *1-2 drops/s to elute Am from TRU resin onto DGA resin. The TRU resin and DGA resin cartridges were split and processed separately from that point on two separate vacuum boxes for efficiency.
After placing a new column reservoir on the TRU resin cartridge, Pu was eluted from TRU resin using 12 mL 3M HCl-0.02M TiCl 3 slowly at *1 drop/s. TRU resin was then rinsed with 5 mL 8M HNO 3 at *1-2 drops/s to ensure all the uranium is in the U ?6 valence state. To remove thorium and neptunium, 15-20 mL 1.5M HCl-0.15M HF was added to rinse TRU resin at 1-2 drops/s. By ensuring uranium was in the U ?6 valence state, losses during the thorium/neptunium removal step are minimized. Uranium was eluted using 15 mL 0.1M ammonium bioxalate at *1 drop/s. Column connector tips were changed to eliminate any possibility of cross-contamination from the Th rinse solution that passes through prior to U elution.
To prepare the purified Pu samples for alpha spectrometry counting, 10 mL of water was added to reduce the acid strength and 0.5 mL 30 wt% H 2 O 2 was added to oxidize any uranium ions that might be present to prevent uranium co-precipitation. After adding 50 lg Ce and 2 mL 28 M HF to the Pu eluent solution and waiting 15 min, the solution was filtered using a 25 mm polypropylene filter (Resolve TM filter). Each tube was rinsed with *5 mL deionized water, followed by ethanol to facilitate drying. The filters were heated briefly under a heat lamp to ensure dryness. For the uranium eluent solutions, 50 lg Ce, 0.5 mL 10 % TiCl 3 (to reduce U ?6 -U 4? ) and 1 mL 28 M HF were added and the tubes mixed well. After 15 min, the solutions were filtered as described above.
The DGA resin separation for Am and Po is described below. Five milliliters of 3M HCl were added to each DGA resin cartridge at *2 drops/s to ensure complete Ca removal. To remove any thorium present, 12 mL 3M HNO 3 -0.25M HF was added at *1-2 drops/s. Next, 5 mL 4M HCl was added to remove the any residual fluoride ions. Am and Cm isotopes were eluted with 12 mL 0.25M HCl at *1 drop/s. Polonium ions remain on DGA resin during the elution of Am and Cm. To prepare Am/Cm eluent solutions for microprecipitation, 50 lg Ce and 200 lL of 30 wt% H 2 O 2 were added to each tube, followed by 1 mL 28 M HF. The 30 wt% H 2 O 2 is added to ensure any residual uranium ions, if present, are oxidized to U ?6 and do not precipitate. After 15 min, the solutions were filtered as described above.
To ensure removal of chloride ions, 5 mL 6M HNO 3 was added to each column at *1-2 drops/s. Polonium was then eluted from the DGA cartridge with 15 mL 0.05M HNO 3 at *1 drop/s. Polonium microprecipitation was performed as described earlier. If any Pu ions bled to DGA resin, is retained on DGA resin in 0.05M nitric acid. Bi isotopes are also retained during this final elution step. While a weaker strength nitric acid could have been used, 0.05M nitric acid was selected so that both Pu and Bi isotopes would still be retained [15] .
Apparatus
Polonium isotope measurements were performed by alphaparticle pulse-height measurements using Passivated Implanted Planar Silicon (PIPS) detectors. The PIPS detectors have an active surface area of 450 mm 2 . The nominal counting efficiency for these detectors is *25 %. The distance between the sample and detector surface is *3 mm.
Polycarbonate vacuum boxes with 24 positions and a rack to hold 50 mL plastic tubes were used. Two boxes were connected to a single vacuum source by using a T-connector and individual valves on the tubing to each box. Results and discussion Po was 87.4 % ± 5.8 % at 1SD. The sample preparation and column separation steps, including the final microprecipitation step using bismuth phosphate took \1.5 h. Since the microprecipitation efficiency is at *92-95 %, the chemical yield across the sample preparation and DGA separation steps was *90 %. 209 Po tracer yield, which had an average tracer recovery of 80 % ± 9.6 % at 1SD. The average 210 Po result for the 2 L groundwater samples was 61.1 mBq/L, with a -3.4 % bias and SD of 6.2 mBq/L. The tracer yields were slightly lower for sample aliquot 1, but the average yield was still 80 % and the 210 Po results were very good. This demonstrates that sample aliquots [1 L can be taken so that much lower detection limits can be achieved, if needed. Table 5 shows the individual results for the determination of 210 Po in groundwater samples (spiked at 1583.6 mBq/L) in six 200 mL groundwater samples using the rapid sequential method for actinides and 210 Po. The 210 Po results were corrected for 209 Po tracer yield, which had an average tracer recovery of 81.5 ± 2.6 % at 1 SD. The average 210 Po result for the 200 mL groundwater sample aliquots was 1,660.4 mBq/L, with a 4.9 % bias and SD of 2.9 mBq/L. The separation procedure using TRU resin (Pu, U) and DGA resin (Am, Cm, Po), took about 2 h longer than the Po only method. Table 6 shows the results for 238 Pu in the six 200 mL groundwater samples using the rapid sequential method for actinides and Am yield of 100.2 % was excellent. The average 241 Am result for the 200 mL groundwater sample aliquots was 380.8 mBq/L, with a 2.9 % bias and SD of 2.9 mBq/L. The resolution of the 243 Am and 241 Am peaks was very good and no indication of 230 Th was observed in the alpha spectra. Table 8 shows the 244 Cm results, for the samples spiked at the 327.5 mBq/L level, also determined from the Am/Cm fraction using the 243 Am yields. The average 244 Cm result for the 200 mL groundwater sample aliquots was 327.9 mBq/L, with a 0.1 % bias and SD of 3.7 mBq/L. Table 9 shows the results for 238 U in the six 200 mL groundwater samples using the rapid sequential method for actinides and 210 Po spiked with 238 U at the 654.9 mBq/L level. The average 232 U yield of 96.6 % was excellent. The [11] . However, the 32-45 keV FWHM values are more than sufficient to resolve the 209 Po (4,883 keV) and 210 Po (5,304 keV) alpha peaks. In contrast to autodeposition, sample matrix interferences that can affect the alpha spectrometry source preparation are removed and the final source preparation step is very rapid. Figure 8 shows an example of the spectra of 210 Po using bismuth phosphate microprecipitation with 100 lg Bi carrier. The 209 Po tracer recovery was 95.4 % and the FWHM was 32.4 keV, showing acceptable alpha peak resolution and good tracer recovery. Figure 9 shows an example of the spectra of 210 Po using bismuth phosphate microprecipitation with 125 lg Bi carrier. The 209 Po tracer recovery was 97.6 % and the FWHM was 38.6 keV, showing acceptable alpha peak resolution and good tracer recovery. The alpha peaks for Po isotopes showed very good peak resolution using either 100 lg or 125 lg Bi, typically with a FWHM of *35-45 keV. The peak resolution was slightly better using 100 lg Bi carrier, but still very good with 125 lg Bi. Figure 10 shows an example of the final alpha spectrometry spectra from a 1 L groundwater sample spiked with 4 and result in excellent alpha peak resolution.
The MDA for the actinide isotopes by alpha spectrometry were calculated according to equations prescribed by Currie [17] : 
where B = total background counts, = BKG (rate) * BKG count time; CT is the sample count time (min); R is the chemical recovery; V is the sample volume (liters); EFF is the detector efficiency; 0.060 is the conversion from dpm to mBq.
In low-level counting, where a zero background count is quite common, the constant 3 is used to prevent an excessively high false positive rate.
The MDA for the alpha spectrometry results can be adjusted as needed, depending on the sample aliquot and count time. For a 200 mL sample aliquot, the MDA for an 8 h count time is *6.3 mBq/L. For a 1 L sample aliquot, Fig. 8 Alpha spectra for Po isotopes using bismuth phosphate (100 lg Bi) Fig. 9 Alpha spectra for Po isotopes using bismuth phosphate (125 lg Bi) the MDA for an 8 h count time is *0.4 mBq/L. The alpha spectrometry samples were counted for 8-16 h in this work, but emergency level samples can be counted for less than 1 h if activity levels are high enough, which may be the case for emergency incident samples.
The 210 Po results test results show very good quality when compared to the reference values. The rapid separation method can be performed in less time than many of the reported methods for 210 Po using autodeposition on silver or other disks that use 4-24 h deposition times. For 200 mL samples, for example, sample preparation and alpha spectrometry source preparation may be completed in about 1.5-1.75 h, with the assurance of removal of sample interferences and interferences. Removal of interferences is extremely important, especially during a radiological emergency, where rapid detection of 210 Po is critical and the safety of the public is at stake. This DGA resin separation method was designed to effectively remove radiological interferences. Ra and Pb isotopes are not retained on DGA resin in HCl solutions and U, Th, Am and Cm isotopes are removed during the 0.25M HCl rinse step. Pu 4? ions and Bi isotopes remain on DGA resin during column loading and rinsing with HCl solutions, and during the Po elution step using 0.05M HNO 3 [15] . To ensure effective removal of interferences, column reservoirs and connector tips in the vacuum box lid are changed prior to the final elution step.
This new method is not only rapid and effective in removing interferences, but it can be used to assay actinides and 210 Po in a sequential manner, which saves time and reduces labor costs for these analyses. The actinides and polonium sequential method can likely be streamlined to simplify rinsing if only uranium and polonium are desired. There is also the potential of adding a sequential determination of 210 Pb by adding Sr resin or Pb resin in tandem with DGA resin. Due to the very high affinity of polonium for DGA resin, it may be possible to use 1 mL DGA resin cartridges (instead of 2 mL) to reduce costs, scaling back column volumes proportionally. Having a reliable method that removes interferences for emergency or routine analyses is extremely important, and this method provides 210 Po results on water samples very rapidly with rigorous removal of interferences.
In addition to providing a rapid method for use in a radiological emergency, the assay of 210 Po in well water has become more important. In 2007, very high levels of 210 Po were discovered in drinking water from a number of private wells in Lahontan Valley, Churchill County, in northern Nevada. Of the 60 private wells and three public supply wells sampled in the valley, more than one-third of the private wells had 210 Po levels exceeding 0.55 Bq/L, and 10 % had levels that exceeded 2 Bq/L [18] .
The only applicable drinking water standard for 210 Po in the United States is the adjusted gross alpha radioactivity (GAR) standard of 15 pCi/L. Seiler notes that ''additional information on the volatility of 210 Po is needed because GAR is an inappropriate method to screen for volatile radionuclides. About 25 % of the [Nevada] samples had 210 Po activities that exceed the level associated with a lifetime total cancer risk of 1 9 10(-4) (1.1 pCi/L) without exceeding the GAR standard. In cases where the 72-h GAR exceeds the uranium activity by more than 5-10 pCi/L, an analysis to rule out the presence of 210 Po may be justified to protect human health even though the maximum contaminant level for adjusted GAR is not exceeded'' [19] .
The determination of 210 Po using a rapid, reliable method that eliminates interferences and is not adversely affected by polonium volatility would seem to be useful, not only for water samples after a radiological emergency, but to determine 210 Po in well water samples with potentially high 210 Po activity. This is particularly important since GAR screening may not accurately reflect 210 Po levels present.
Conclusion
A new rapid separation method that allows separation and preconcentration of 210 Po in emergency or routine water samples was developed. The method is rapid and provides very good chemical recoveries with excellent removal of interferences. Testing of the method at various levels of 210 Po activity showed very good results versus reference values. In an emergency, method rigor and minimizing rework are extremely important. This is also very important for processing routine samples efficiently. By using this rapid method, the potential for interferences causing decreased chemical yields and degraded alpha spectrometry spectrums is eliminated. This method provides rapid source preparation using bismuth phosphate microprecipitation, a rapid option to spontaneous autodeposition on metal disks.
